[image: image5.png]Recommended Sterilization Parameters

CydeType | Temperature | ExposureTime | DryTime

Pre-vacuum (steam) | 132°C270°F 30minutes 30minutes

Pre-vacuum (steam) | 134°C273°F 30minutes 30minutes

Gravity (steam) st 80 minutes 30minutes





Zimmer Drill Stop Tray Swap Out
Zimmer is conducting a Drill Stop Tray swap out and our records indicate that your office was shipped product involved in this swap out.  Please see the affected lot numbers below.  The new and improved Zimmer® Drill Stop Kit Tray (DSTRAY) that has been sent to you has all the benefits of the original tray with the added benefit of reduced sterilization times for the pre-vacuum autoclave cycles.  Please reference the chart below for appropriate sterilization parameters for the new tray and refer to the Zimmer ® Drill Stop Kit Instructions for Use (#8924) for detailed cleaning, sterilization guidelines and other general information. 
Please follow the instructions provided by your local sales or customer service representative to return your original Drill Stop Tray.
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[image: image4.png]Recommended Sterilization Parameters
CydeType Temperature | ExposureTime | DryTime
Pre-vacuum (steam) | 132°0270°%F 3minutes 30 minutes
Pre-vacuum (steam) | 134°0273°F 18 minutes 30 minutes
121°UB0°F 80 minutes. 30 minutes

Gravity (steam)







 MERGEFIELD "Country" 

Product Information:

Product Description– Zimmer Drill Stop Kit 

Catalog number (being swapped out)-- DSTRAY (empty drill stop tray)

Catalog number (originally ordered)– DSKIT (fully populated kit)

Lot numbers affected– 61482528, 61484443, 61495269, 61479592

Zimmer Dental is committed to providing our customers with the highest level of service and product quality.  We appreciate your cooperation and assistance.  If you have any further questions or concerns please contact your sales or customer service representative.
NEW





NEW Zimmer Drill Stop Tray


With Vents





ORIGINAL Zimmer Drill Stop Tray without Vents





Vents at the bottom of the Zimmer Drill Stop Tray





ORIGINAL Zimmer Drill Stop Tray Without Vents








